TUCSON POLICE DEPARTMENT
CRIME L.LRBORATORY@,\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
2 | Serial # b~ 00 FOlY. certifies by her signature:

on -?j,i-'—f_/o{% _withartesultof p.07% AC. 0-078AC.

and on ?ﬂf}ﬂ%‘ . with a result of £2-07§ AC. g peaAC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to _0.090 AC) . as.defined by R9-14-404.A.3.

No probiems were reported concerning this instrument between these

Gl bl

[rene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue datz 01/08/2004)
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__,L Dilenitay reads walpnoy oo cgmroT of TROSHORITION T0 STxgT
TEST N
DEAGHOSTIC TESTS
= DV Test check. Seatting should be pstwesn .200 and
.600. Made selection switch S2 gn, §1 and 53 off ar
vayvbaard menu selection "H". Reading is _.3HZ x
pff Dicnlay Test check. Mads sslectign switch S1 on ané sz
dﬁﬁ-Ejdef or kevboard menu selsciicn "V,
v brinter Test check: Hode sslection switch S1, 52, 53
off o= Keyboard menu selection "Bl.
M/ Clock tTime check. Mode sslecitlon sWwitcn 510 an aor
Levhoard menuw salectilen: M=
vff Date chack Modz selzction switch Sil on or Xevhaozrd
:én: s2l=sction "EY
QEERATIONRT Tr5TS
:f Alecohol fras subject Test rasult 0.0CH AC
Error recognition lagic system functionlng
ITnvalid Eest printed
¢/ Proper sample recognition systenm

Tnvalid sample printed.
Deficient sampls prin ntady”
b A Ccompleteness of sample purgse with collsction tuba**
calibhration standard 0. 030 AC
Results: 0.01LACAO.CIFAC Jf
WO

Instrument operating propesrly and accurately. YES

SIGNATURE R(M&.l r\'{) QM)& {
o.bﬂﬁ alchﬂl concentration standard collected for subssguent

analysis &

*WITE OR WITHQUT VAPOR RECIRCULATION AND WITE OR WLITECUT KEYBOARD
*%THTS STEP IS8 ONLY REQUIRED IP TEIS DEVICE I8 BEING USED FOR
SEAMPLE CAPTURE.

DHS/DSLS/Form C117(Rev.7-93)
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THTS REDOAT PREPARED PURSUANT TO DOUTY IXF0SZ0 BY
ALALC. BI-LA—H404 ()
A0 TTONA DEPRAATHENT OF EBRALTZ BZAVICIS

iesicy Tucson Police ‘ox SPECIALEST Lrenc Doren @@BBIJ

/7). LOCNTION DUt H e

L Siaalav reads "EENDY ToO START" or "FUSH 3UzION TO STERT
TEST.
DTAGHNASTIC TESTS _ e B
ast: check. SPCERT ma garwsen 2000 and
Mgda selsctlon SWLC 20 @n,, SL and 831 0 Bx
ard menu-selection "H'. Read:ing 1ls i !
~v Tast check. Mads selactien switca 31 dn eng 57
= : = 1 = =1 = i | — gl
I gt ar Keypoird menll 5SS S £25]
sr Tess= chsck: Hode selscolgonl Soite ey S, ShR SA
- koyvboard menu s=lectian "2V
cims che Hode =slection swiTen 510 an o=
- ¥ L B s nEg) ”E”
chsck alsctian switen Siijenror Ks¥haoazd
s=lachlio
S5
W ¥ o u
nal free subject Test resulc 0 o]e]s) g
r recognitien lcgic sysTam functlaning
Inwvalid test princ=ad
ar samples recognition systed
Tnvalid samples printed ~FA
Deficisnt szmpls printasd—L4
Z A PriSsian i £ e -t 0 Aot S
' N/A comuletenass of sample purge witn cellsculon “LRES
- A5 calibration standard 0. OF® A
pasults: 0. QFFAC S 0. 0¥ QA
Instrumant opsrating properly and accurataly. YES TNO
- = ov'e Acad
camzrﬂ:a,‘? (O1F—2/D1F M1 £ clock 4
SIGNATURE W ,&Mh e

i - 1 £ 1 nkt
Q;Jﬂgjﬂial¢nhﬂl concentration standard collactad LoD subssgus
analysis. &+

—m= AT 20
*WITH OR WITEOUT VAEPOR RECIRCULATION AND WITE o= 'FJ__;;*.'D"Ji KEEGL
**TETS STEP IS ONLY REQUIRED 1P THEIS DEVICE IB BEING UEED. =M=

EAMPLE CRETURE.

DHS/DSLS/Form €117 (Rev.7-33)
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PIHIBIT P Mfﬂ%

TEIS REPORT PREPARED PURSBUTANT TO noTY IMPOBED BY
2l AT G pg-14—-404 (A)

ARTZONA OEPARTMENT GF EPALTH BERAVICES

STHRMNDARD QUALITY ASSURANCE DROCZDTEES
INTOIILYZER HODEL s0ao0*

BETANDARD CALTISRATION CHECK pROCZOTRE @

Agancy _TUucsSon ppolice Departmont Date &lnlo Tim _igig___
Intoxilyzer Sarialf_ﬁﬂtuﬂﬁﬁlfﬁﬂ?Lccation Zﬂilf;¥ﬁ_
ga Specialist Lrene pDor4aA i 33[

(Princ Name)

hﬁ&"j 1 volir a standard alechol solution oL & walug intse a
clean dry simulator jar and assemnle the simulator.
Insure that = tight seal has hean made
Standard value: 0. RFD =C

(2a) 2 Turn on ths simulatar =nd allow the temperature 0
reach 347C+-2°C.

(E3T) 3. et Tntoxilyzer madsa calection, A0 cii2 BCA TOGe ol
switching mods selectiaon switch #3 9RO selecting "C!

an ksyboard manll.
(= o B Attach simulater ©Q £Ha simulator entTance port on

Intoxilyzer.

ik
ol
o

3 Tntoxilyzer 5000 display T=22cs nREAOY TO START" orC
nPYSH BUTTOH".
5. ©Dush Start Test bukEton @ prass =20Ter ol keyboard.
\ 7. TInsert card in responss w9 display.
' \ 'B. Air blank completed
= §;£rl g. calibration check completed.
Tast rasults OFEH0.05 1 AC 3

sted.
.ﬂgqﬁf%:ﬁ i1 . When display reads Test Complata razove svidence cazd.
rttach the card Lo +he completad chacklist.
(¥2&T 12. Return moda selection switch #9 to off position after
a1l calibration chacks ar= complatza or type Q and enter

on kesyboard.
SICNATURE _6;%1£¢~fcfié;ﬁH4er__
z:/‘-—-—-"'

+XITE OR WITHOUT VAPOR RECIRCULATION AND ¥ITE QR WITEQUT XEYSZ0ARD

DHS /DSLS/Form €116 (Rev.7-93)
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ARTZONA DEPARTMENT OF HEEALTH SERVICES

ETANDARD QUALITY AESURANCE PROCEDTDRES
INTOXILYZER HODEL S000*

STANDARD CALISRATION CEECX PROCZDURE f@\
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Tycson Polil : /0577
lyzer Sg=iald i QU B Location | H_’:;:'
cialist Lnn@rc C oS Sl

(Print Haz=e)
Pour a standard alcohol solucion of knoown: valie inTo

clean dzy sizmulator jar and assemble the sioulator.
Thsurs that 2 tight seal has been = de.

qt=“"=*: valua:

1[},0'?_{0 ™

T FL On

sSet Iﬂ::x;:;zer ~ode selection in the ACA meode DY
sitching mode ceglacticn switch #9 on o celeciang e
on keybgard menu

rrcach simuta—or oS th2 sipulator 2RTSoies SoTE O =i
Trivowl iy E e

Tntoxilyzer 5000 cisgplzy Teacs nmmanes BE SEART s
HWEUSHE purmToeE'.

Tweh Start Testc bution er prass ensss oo X2YSASLC
Thnge>s card in responsa o éisplay

iy mlank cosplecedl

Calipr ien ‘check compleTad:

Tess T 1-s o Ol sCor AT

Alr bl completed.

Wnen displav reads Test Complete remove evicancs catd
attach the card te the complezed cREeXiisc.

Aatuin mode sslecTion SUitcd ¥9) to @i position arcer
211 cealipracicn checks ara cos=plats o TYD= B and en
e Yk T |
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